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Instrument List:

Green

Discussion: 

All 6 of  the 2DVDs were stable overnight.

A calibrat ion check was performed yesterday for SN36. Results indicate that a thorough
calibrat ion (correct ion factor table) will be required. This will be completed in the next two
weeks when rain is not forecasted.


